
 

California Medical Device 
Recall Information 

 

Recall Name 

Afikim Electric Vehicles Recalls the Breeze C Scooter 

Due to Potential Unresponsiveness 

Recall 
Date 

Product Description Recalling Firm Recall Reason 

 
9/27/13 

 
Breeze C Scooters  
3 Wheel and 4 Wheel Style Scooters 

 
Afikim Electric 
Vehicles 
 
Kibbutz Afikim, 
Israel 

 
Potential for 
scooter to 
become 
unresponsive 
due to a 
possible faulty 
electrical 
contact. 
 

Recall 
Class 

Product Identification Distribution Affected Dates 

 
I 

 
69 scooters with the following serial numbers: 
 

10390024  11390060  11490426  12390107  12490181  

10390025  11390061  11490433  12390117  12490182  

10390029  11390069  11490435  12390120  12490183  

10390030  11390074  11490445  12490169  12490184  

10390034  11390095  12390096  12490170  12490185  

10390037  11390101  12390097  12490172  12490186  

10490100  11490111  12390098  12490173  12490187  

10490108  11490147  12390099  12490174  12490188  

10490111  11490176  12390101  12490175  12490189  

10490113  11490189  12390102  12490176  12490190  

10490119  11490277  12390103  12490177  12490191  

10490121  11490304  12390104  12490178  12490192  

10490124  11490305  12390105  12490179  
12490193 

11390058  11490425  12390106  12490180  
 

 
CA, nationwide 
 

 
Distributed: 
 

09/15/2010 to 
07/25/13 

FOR ADDITIONAL INFORMATION, PLEASE VISIT:   

http://www.fda.gov/Safety/Recalls/ArchiveRecalls/2013/ucm370503.htm  

 

 

http://www.fda.gov/Safety/Recalls/ArchiveRecalls/2013/ucm370503.htm

